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ABSTRACT 


Simultaneous meaSurements of the instantaneous sea 
Surface elevation and water particle velocities were made 
uSing a wave staff and an electromagnetic current meter. 
Measurements were made at three elevations in 18 meters 
of water at an open ocean site during moderate wave and 
wind conditions. Coherence of the wave height and orbital 
velocities was computed to be greater than 0.90 through 
the range of significant energy-density between 0.05 and 
0.22 Hertz. This range contained greater than 90 percent 
of the total spectral energy-density which indicated that 
the water particle velocities were almost totally wave- 
induced. Measured velocity energy-density spectra were 
compared to theoretically computed spectra using linear 
wave theory formulation. The meaSured spectra were 27 to 
45 percent greater than theoretical spectra indicating 
that measured velocities were 5 to 7 percent greater than 
the theoretical value. Phase spectra were computed for 
the measured wave heights and orbital velocities. They 


compared reasonably with first order wave theory. 
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EMCM-3B water current meter mounted to measure 
orthogonal components of the horizontal velocity 
field. 


EMCM-3B water current meter mounted to measure 
total vertical velocity and u-component of 
WomiZontcal velocity. 


Ste lowendre record Of U-COomponent horizontal velocity, 
w-component of vertical velocity and Baylor wave 
height. 


Measured and theoretical horizontal velocity spectra 
bepem 4.l29meters;, 21 October 1971. 


Coherence of wave height and u-component of horizontal 
velocity. Depth 4.12 meters, 21 October 1971. 


Phase angle of wave height and u-component of hori- 
Montal yellocity. Deptn 4.12 meters, 21 October 1971. 


Measured and theoretical vertical velocity spectra, 
Depeneo.s4¢ meters, 21 October 1971. 


Phase angle between wave height and vertical velocity, 
Depten 5.34 meters, 21 October 1971. 


Coherence of wave height and vertical velocity, 
Dept 5.54 meters, 21 October 1971. 


Measured and theoretical vertical velocity spectra, 
Depth 8.35 meters, 21 October 1971. 


Phase angle between wave height and vertical velocity, 
Depeieoeos Meters, 2b October 1971. 


Gonerence of wave height and vertical velocity, 
Deptn s235 meters, 21 October 1971. 


Measured and theoretical vertical velocity spectra, 
DepeaerO.O00 meters, 21 October 1971. 


Phase angle between wave height and vertical velocity, 
Dept newOnoo meters, 21 October 1971. 


Coherence of wave height and vertical velocity, 
Depth 10.00 meters, 21 October 1971. 





Figure 


16. Phase angle error between wave height and vertical 
velocity. Depth 5.34 meters, 21 October 1971. 


tee Phase angle error between wave height and vertical 
velocity. Depth 8.35 meters, 21 October 1971. 


18. Phase angle error between wave heignt and vertical 
velocity. Depth 10.00 meters, 21 October 1971. 


iS. Percent error of measured and theoretical vertical 
velocity spectra and coherence (dashed line) of 
wave height and measured vertical velocity. Depth 
Secdemeters, 21 October 1971. 


20. Percent error of meaSured and theoretical vertical 
velocity spectra and coherence (dashed line) of 
wave height and meaSured vertical velocity. Depth 
8.35 meters, 21 October 1971. 


ml. Percent error of measured and theoretical vertical 
velocity spectra and coherence (dashed line) of 
wave height and meaSured vertical velocity. Depth 
10.00 meters, 21 October 1971. 
ee, Phase angle and coherence 5.34 meters. 21 October 1971. 
ee Phase angle and coherence 8.35 meters. 21 October 1971. 


24. Phase angle and coherence 10.00 meters. 21 October 19/71. 
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ie LN RODUCTION 


A. BACKGROUND 

Measuring instantaneous water particle velocities in the 
presence of wave-induced motion has been difficult due, 
Beimaraily, to a lack of instrumentation. This is partic- 
ularly true for measurements made in the field. Velocity 
Meters must have a high response time, be rugged to operate 
under wave conditions, and have good directional character- 
istics, besides the usual requirements of being reliable 
and accurate. Inman and Nasu (1956) made one of the earliest 
attempts at field measurements. They used a force meter in 
Shallow water and compared their results to solitary wave 
theory. Miller and Zeigler (1964) used both an acoustic 
meter (based on the doppler shift principle) and an electro- 
magnetic flow meter to meaSure water particle motion in the 
surf zone. They compared their measurements to high-order 
wave theory. Nagata (1963, 1964a, 1964b) used an electro- 
Magnetic flow meter in a series of experiments to measure 
water particle velocities in the surf zone and to determine 
wave directional spectra. Bowden and Fairbairn (1956), 
Bowden and White (1966), and Simpson (1968), used an electro- 
magnetic flow meter developed at the National Institute of 
Oceanography. 

Simpson's experiments were performed at an open coastal 
site. He employed spectral methods in the analysis of the 


orbital velocities and wave height records. The attenuation 





of waves with depth determined from the ratios of surface 
elevation and pressure spectra, and the ratios of the 
velocity and pressure spectra were found to be consistant 
with linear wave theory. 

Seitz (1971) measured vector water velocities and sea 
surface displacement at a depth of one meter in an esturary 
and compared the meaSured velocity spectra to a derived 
velocity spectra obtained from direct measurement of the 
surface wave field. The conclusions drawn were that the 
direct measurement of the velocity components yielded 
energy spectra that could be separated into a component 
due to background turbulent energy and a second component 
due to surface wave induced velocities. Thus the total 
water particle motion at depth can be described as the 
sum of the turbulent velocities and the surface wave-induced 


Mmotlon. 


B. RESEARCH OBJECTIVE 
The scope of this investigation was divided into three 
phases: 
1. Simultaneous measurements of the instantaneous 
water particle velocity and sea surface elevation 
were conducted at an open ocean site in intermediate 
water depth employing an electromagnetic current 
meter and wave staff system; 
2. Spectral analysis was performed on the wave and 
Velpemey micecOnds to Obtaln the statistical prop- 


erties of the data; 
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First order wave theory was employed to describe 
the wave and water particle motion spectra and 
to compare the measured results with the 


theoretically predicted values. 
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Il, THEORETICAL CONSIDERATIONS 


A. FIRST ORDER WAVE THEORY AND SUPERPOSITION 

The linearity of first order wave theory permits the 
utilization of the principle of superposition whereby a 
random sea surface may be expressed as a summation of an 


infinite number of small amplitude progressive waves. 


Meeeeul @ "hp mp aly ae 2 OES Se CAE) 


Using the first order expression for Np 


Nn oF, ay sim (k, x - opt + €,) (2.2) 


- 


where a 1s the wave component amplitude, k is the wave 
number, o is the radial frequency, € is an arbitrary phase 
angle, and n is the nth harmonic. 

First order (Airy) wave theory can be used to predict 
the water particle motion under the wave surface. The 
water particle velocities are described as a linear process 
and therefore are subject to superposition. For horizontal 


motion the expression is 


foe) 
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n=l 
where h is the total water depth and z is the vertical 
coordinate measured positively upward from the surface. 


For vertical motion the expression is 


a2 





oO 


ag k_ sinh k_(h+z) 
at) = ) } Cc (k x-otte ) (2.4) 
Jt 0, cosh kh n n : 


n=l 


Be LIMITATIONS OF FIRST ORDER WAVE THEORY 

First order wave theory assumes an inviscid and 
incompressible fluid, irrotational flow and that the 
wave steepness ratio, a/L (amplitude to wave length), is 
very small. While a slightly more accurate representation 
of a random sea surface can be obtained using higher order 
theory, the non-linearity of these theories does not permit 
superposition of solutions to the wave equation. This in 
turn precludes analysis by spectral methods. 

First order theory can provide a good approximation 
to the wave processes for small to moderate conditions. 
Dean (1968) compared various wave theories and how well 
they fitted the dynamic and Kinematic free surface boundary 
conditions. He showed that for waves with profiles having 
small values of slope in intermediate water depths, first 
order theory provides one of the better solutions to the 
wave equation. These two conditions were satisfied in this 


study which lends validity to the analysis performed. 
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Ill. INSTRUMENTATION 


The water particle velocities were measured with an 
Engineering Physics Company water current meter Model 
EMCM-3B. The sea surface elevation was measured with a 


Baylor Company wave staff system Model 13528. 


A. WATER CURRENT METER 

The EMCM-3B is an electromagnetic current measuring 
device which measures two orthogonal components of water 
particle velocity through a range of from zero to five 
Beeeaaeper Second. Two d.c. voltage Signals proportional 
to the magnitude of the orthogonal velocity components 
are produced. The minimum electrical response time of 
the system is 0.2 seconds corresponding to frequency 
measurements of 5 Hertz. The output rms noise level is 
a function of the output time constant. A maximum noise 
level of 22.4 millivolts (-16db) occurs at a frequency of 
5 Hertz. The maximum output error is one percent of full 
scale reading. The transducer is made of a fiberglass 
Meerlalwe The dimensions of the transducer are 2-3/4 
inches in diameter and 36 inches in length. 

The current meter operates by Faraday's principle of 
Magnetic induction. A toroidal magnet imbedded in the 
cylindrical transducer produces a magnetic field in the 
water. The intensity of the field decreases according 


to the inverse square law. A potential distribution is 
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produced in the water flowing through the field and is 
sensed by two pairs of electrodes on the face of the 
transducer. The vector equation is 


> -> > 
E=uxXbB (325) 


> > 
where E is the induced electric potential, u is the 


ES 
velocity of the motion, and B is the intensity of the mag- 
netic field. It has been established that the magnitude 
= 
of the induced potential E is independent of the conduc- 
tivity of the metered fluid provided the conductivity is 
meeve a threshold value of 107° mhos per meter of fluid. 
Both fresh and salt water have conductivities several 
orders of magnitude above this threshold. The direction 
of the flow is indicated by a reversal of the polarity of 
> 

the induced potential E when the flow reverses. 

The transducer senses the motion of the fluid in an 
area approximately two to three probe radii from the sensor. 
This limits the spatial resolution to approximately six times 
the diameter or 42 centimeters. A spatial resolution places 
a limitation on the frequency resolution. A wave having a 
wave length in deep water of 42 centimeters corresponds to 
approximately a 0.5 second period wave. This limits the 
frequency resolution to 2 Hertz. 

To increase the frequency resolution, it is necessary to 
use a smaller diameter transducer. The spatial resolution 
is the limitation of the response of electromagnetic flow 


meters as it is for other meters based on doppler shift or 


back scatter of acoustic or electromagnetic (laSer) waves. 


i> 





beeeeeWoave, STAPF SYSTEM 

The Baylor Model 13528 is a wave profile recording 
system which meaSures instantaneous sea surface elevation 
as a function of time. Measurements are accurate within 
one percent of actual height. The system consists of 
three components, the wave staff, transducer, and recorder. 
The staff is constructed of two wire ropes held parallel 
by tension and spaced about nine inches apart. The staff 
is installed perpendicular to the water surface and is 
stretched with sufficient tension to resist movement due to 
wind and wave forces. 

The transducer unit measures the electrical resistance 
of the length of the staff above a short circuit between 
the elements of the staff produced by the motion of the 
conducting salt water of the sea's surface. A direct cur- 
rent voltage proportional to the height of the sea surface 


is taken across this fluctuating resistance. 
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IV. DATA PROCUREMENT AND PRE-PROCESSING 


A. DATA PROCUREMENT 

Experiments were conducted at the Naval Undersea Research 
and Development Center Oceanographic Research Tower at San 
Diego, California, 21 October 1971. The tower is approxi- 
mately one mile off Mission Beach in a mean water depth of 
17 meters. The structure is of steel and concrete and is 
built into the sea floor. The sides of the tower are inclined 
at an angle of five degrees from the vertical. An enclosed 
upper deck houses electronic equipment while an open lower 
deck provides a working area to place instruments in the 
Welceigs 

Winch controlled instrument carriages which travel on 
rails down the sides of the tower to about one meter above 
the sea floor are located on the north, south, and west sides 
of the tower. The carriages may be placed at any depth for 
data collection. 

The Baylor wave staff is installed on the west side of 
the tower adjacent to the carriage rails. The west carriage 
was chosen for placement of the current meter transducer due 
to the location of the wave staff and to the exposure of that 
side to the open sea and predominant swell. 

The current meter was installed on the carriage as shown 
in Figs. (1) and (2). With the transducer mounted vertically, 
two orthogonal components of the horizontal velocity field 
are measured. When the transducer is mounted horizontally, 


the total vertical field and one component of the horizontal 


microm isS Measured. 
Ly 








EMCM-3B water current meter mounted to meaSure 
orthogonal components of the horizontal velocity 
field. The Baylor wave staff is to the left of 
the water current meter transducer. 
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EMCM~-3B water current meter mounted to measure 
total vertical velocity and u component of 


: horizontal velocity. The Baylor wave staff 
1s to the left of the water current meter 
transducer. 
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Data chosen for analysis were taken during 4 recording 
periods each of 20 minutes duration. The instrument depths 
z(m), height of water column h(m), and velocity components 


measured for each recording period are summarized in Table I. 


TABLE I 
RUN h(m z (m) COMPONENT 
depth instrument 
depth 
i} boe15 4.12 u& Vv 
2 S225 5.34 u & W 
3 Lees 8.35 u & W 
4 18.00 TORO 0 u & W 


The current meter transducer was oriented to measure the u- 
component of horizontal velocity at an azmiuth of DU Serene 
and the v-component of horizontal velocity at an azmiuth of 
360° true. 

Throughout the recording time a bi-modal surface swell 
of about 0.3 meters height was visually observed with one 
component having a period of about 7 seconds from 285° eu en, 
and the other component with a period of about 5 seconds 
from 260° true. The surface was observed to be non-breaking 
with a wind capillary system present. The wind was from a hone 
true at a speed of about 8 knots. A moderate temperature 
gradient was present with a temperature of 17.5°C at the 


surface decreasing to 15.0% ata depth of 18 meters. 
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Bee DAlA PRE-PROCESSING 

The velocity and wave height data were simultaneously 
recorded on a Sangamo Model 3500, 14 channel FM tape 
recorder. The taped data were transcribed to a rectilinear 
eight channel Clevite Brush recorder after amplification by 
a Krohn-Hite Model 3322 variable filter. The filter was 
operated in the 20 decibel gain, low pass, maximally flat 
mode with a cutoff frequency of 99.9 Khz. This resulted in 
a gain of ten with no filtering or phase shift. 

The two velocity components and the wave height were 
Simultaneously recorded on adjacent channels of the brush 
recorder (Fig. 3) to conserve phase relationships during 
the digitizing process. 

A Calma Company Model 480 mechanical digitizer was used 
eememogttize the continuous strip chart information at 100 
points to the inch. This corresponded to a sampling 
interval of 0.2032 seconds. The digitized records were 
Mmipemworetea by program CONVERT (Lynch, 1970) using the CDC 
6500 computer at the Fleet Numerical Weather Central, 
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Strip chart record of u-component horizontal VelociEy 


w-component of vertical velocity and Baylor wave height. 


Figure 3. 





Ve ~SPEGTRAL ANALYSIS 


Analysis of the digitized records was performed on an 
IBM 360 digital computer in accordance with the methods of 


Blackman and Tukey (1958). 


PacCOMPULATION OF THE ENERGY=DENSITY SPECTRUM 

The energy-density spectrum is computed from the Fourier 
MadisLOnhm Of the auto-correlation function of the record 
time series. The auto-correlation function expressed as a 


function of lag time tT, is defined as 
sea lh 


Lam 1 
lg at ee x1 (t)x, (ttt) dt CSL) 
2 


where x, (t) represents the time series being analyzed. The 


Momrier transform is 


rT 
lim j ; -i2T£t 
91, (4) = T+ = fairs Gea (S22) 


x 
2 


A Parzen lag window was applied to the correlation 
MmeMmcelons tO account for the finite length of the records 
in Pemeees nd the spectra. The Parzen window has the 
desirable property of no negative side lobes. This elim- 
inates any numerical instability problems that may arise 
in the analysis procedure. The Parzen window function is 


defined between the limits of + Tm/2 as 


ZS 
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where Tm = total lag time. The Fourier transform function 


of the modified auto-correlation function is 


oO 


614 (£) = f P(t) $5, (t)e TFT at (5.4) 


= 
The energy-density spectrum is the statistical estimate 
of the energy-density distribution in’ the frequency bands 
comprising the spectrum. The area under the curve of the 
wave height spectrum is proportional to the total potential 
energy-density of the sea surface elevation. The area under 
the curve of the velocity spectrum 1S proportional to the 
total kinetic energy-density. In both instances, the area 
under the curve is equal to twice the variance of the random 


Variable. 


PeCOMOULATION OF THE CROSS-SPECTRAL DENSITY 

The cross-spectral density is defined as the Fourier 
PaanskOrm or: the cross—-correlation function. The lag window 
considerations are identical to those for the energy-density 
spectrum described above. The cross-correlation function is 
Similar to the auto-correlation function except that a 
second time series record is lagged against the first instead 
Simeaecingte recone lagged against itself. The cross-correla- 


tion function indicates the dependence of values of one 
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record on values of the second record for various values 


of lag time. The time averaged cross-correlation function 


is defined as 


lim iL 
557) = T+ o = x, (t)x, (t+T) dt (5.5) 


NIB MSNA 


pmemthne Cross-spectral density is 


oo 


—j ies 
®,,(£) = fro prem eile fal (5.6) 
we ©O 
where P(t) 1s the Parzen function defined above. The cross- 
Spectrum can be defined in terms of its real and imaginary 


Eales 


,5,(f) = C,,(f) - 1 Q,5¢) (Sol), 


wnere the real part of 15 (4) is the co-spectrum 


oO 


Ci (f) = 2 f te + Dg (1 SOs vss ew Ou (5.3) 
O 


and the imaginary part of $6 5 (£) is the Quadrature spectrum 


it 
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Q,5(f) = 2 fen = o145(-1)] Simee2ne ry) at oo) 
O 


See PecOMPUTATION OF PHASE ANGLE 
The phase angle of the cross spectral density is a useful 
tool in analysis of bivariate systems. The spectral phase 


angle represents the average angular difference by which the 
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cross correlated components of x, (t) lead those of x, (t) 
in each spectral frequency band. The phase angle of the 


cross spectral density is 


once) 
E126) —atetah)|( ———_—<_—_-—— C510) 
Cy 2 ff) 


where Q)5(f) and C,.(f£f) are defined above. E55 (f) Spans 


eZ 
the values 
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D. COMPUTATION OF COHERENCY 
The coherency spectrum provides a non-dimensional 
measure of the correlation between two time series as a 


function of frequency. The coherence function is defined 


— Pt]? 


21, (£) 255 ff) 


as 
Paes, (5.12) 


The cross spectral density function 15 (4) Satisfies the 


inequality 
J, 5(£) | * < 947, (£) %59(£) (Sidhe) 
which implies that 
Ommeaye  )) ee (5.14) 


For an idealized constant parameter linear system with 
Clearly defined input and output, the coherence function 
will be equal to unity. Bendat and Piersol (1966) attrib- 


ute coherency values greater than zero but less than unity 
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to three possible causes; the system 1s not linear, 
extraneous noise iS present in the measurements, or the 


output response is due to more than one input function. 
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Vig nN olos OF “DATA 


The data was sampled at 0.2032 second intervals which 
gives a Nyquist frequency of 2.46 Hertz. This was suffi- 
ciently high to avoid aliasing problems. The maximum lag 
time was chosen as 10 percent of the record length which 
were 20 minutes each. This gives a frequency resolution 


ome. O042 Hertz. 


A. HORIZONTAL VELOCITY MEASUREMENTS 

The predicted and measured horizontal velocity spectra, 
the phase angle and the coherence of the wave height and 
u-component velocity were computed during run number l. 
The total depth of water was 18.15 meters and the velocity 
meter was at a depth of 4.12 meters. 

1. Predicted and Measured Horizontal Velocity Spectra 

The energy-density spectrum of the predicted hori- 

zontal velocity was calculated from the wave-induced hori- 


zontal velocity field derived from the expression 


2 
= Il tEecosh k(h+ Zz) 2 
eel  Fcgsh ints) in (£) | aa 


The term in brackets is the first order velocity amplitude 
response function squared. The measured total horizontal 
velocity energy-density spectrum was formed by computing 
the energy-density spectra of the meaSured u and v 
orthogonal velocity components and summing the spectra 


fe—mess Ene spectral frequency band. 
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The energy-density spectra, Fig. (4), have 
approximately the same shape between 0.05 to 0.35 Hertz 
with the measured spectrum slightly wider than the 
predicted spectrum. The meaSured Spectrum is from 30 
to 50 percent greater than the predicted spectrum across 
the spectral band width of significant energy. 

2. Coherence 

The theoretical coherence between two ideally 
correlated records is 1.0. The coherence of the measured 
wave and u-component velocity is greater than 0.90 in the 
Bmeeguency band of 0.05 to 0.22 Hertz, Fig. (5). This 
frequency band contains greater than 90 percent of the 
total energy-density in the spectra, and will be referred 
to henceforth as the band width of significant energy- 
density. The high coherence between the wave and velocity 
spectra indicates the instantaneous velocities are primarily 
wave induced over the region of significant energy-density, 
and the incoherent (turbulent) energy contribution to the 
spectrum is small. 

3. Phase Angle 

The theoretical phase angle between the instantaneous 
wave height and wave induced u-component of velocity is zero 
degrees. “The computed phase angle ranges from 10 to 70 
degrees across the band of high coherence with low values 
of phase angle at low frequencies increasing to larger values 


at the higher frequencies, (See Fig. (6)). 
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4. Measured and Theoretical Horizontal Velocity 
Spectra. Depth 4.12 Meters, 21 October 1971. 
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Figure 6. Phase Angle of Wave Height and u-Component of 


Horizontal Velocity. Depth 4.12 Meters, 
Zigewetober 1971. 
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Pee Vane iCAL VELOCITY MEASUREMENTS 

The predicted and measured vertical velocity energy- 
density spectra, and the phase angle and coherence spectra 
of the wave height and vertical velocity were computed for 
depths of 5.34, 8.35, and 10.00 meters. 


1. Predicted and Measured Vertical Velocity Energy- 
Density Spectra 


The predicted vertical velocity energy-density 
spectrum was computed from the wave spectrum using the 


expression 


2 
i saloue Is (ens 
Jw(£)|* = = aS EE | fm) |S (6.2) 


The term in brackets is the first order vertical velocity 
amplitude response function squared. 

The predicted and measured energy-density spectra 
are shown in Figs. (7), (10), and (13). The spectral band 
of significant energy-density 1S essentially the same for 
the three depths meaSured, 0.05 to 0.35 Hertz. The magnitude 
of the measured energy spectrum is 30 to 50 percent greater 
than the predicted energy spectrum at each depth. This means 
that the actual velocities were 5 to 7 percent greater than 
theoretically predicted values. 

2. Coherence of Wave Height and Vertical Velocity 

The coherence for each depth are shown in Figs. (9), 
(12), and (15). The coherence is greater than 0.9 at each 
of the three depths over the range of significant energy- 
density. This indicates a high correlation between the 


wave and wave-induced vertical velocity spectra which means 
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Figure 7. Measured and Theoretical Vertical Velocity 
Spectra. Depth 5.34 Meters, 21 October 1971. 
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Figure 8. Phase Angle Between Wave Height and Vertical 
Velen Deptineo. 54 Meters, 2] October 1971. 
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Figure 9. Coherence of Wave Height and Vertical Velocity. 
Depth 5.34 iieters, 21 October 1971. 
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Figure 10. Measured and Theoretical Vertical Velocity 
Spectra. Depth 8.35 Meters, 21 October 1971. 
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Figure ll. Phase Angle Between Wave Height and Vertical 
Vell@clty. Depth 8.35 Meters, 21 October 19/71. 
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Figure 12. Coherence of Wave Height and Vertical Velocity. 
Depeamoewes Meters, 21 October 1971. 
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Figure 13. Measured and Theoretical Vertical Velocity 
spectra. Depth 10.00 Meters, 21 October 1971. 
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Figure 15. Coherence of Wave Height and Vertical Velocity. 
BPomeumnunoe Meters, 2i October 1971. 
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that most of the instantaneous measured velocity is due 
to the waves and turbulent energy contributions to the 
Spectra 1S small. 
3. Phase Angle Between Wave Height and Vertical Velocity 

The theoretical phase angle between wave height and 
vertical velocity is 90 degrees. The measured phase spectrum 
at a depth of 5.34 meters, shown in Fig. (8), corresponds 
well to this theoretical value. The phase spectrum at 8.35 
meters, shown in Fig. (11), is uniformly greater than 100 
degrees and decreases across the band of significant energy- 
density. The phase spectrum at a depth of 10.00 meters, 
Fig. (14), shifted from approximately plus 90 degrees to 
Minus 90 degrees across the band of Significant energy- 
density which was not expected. The coherence through this 
range is uniformly high. This phase shift is partly due to 
a horizontal displacement of the current meter transducer 
from a vertical line to the wave staff. This is discussed 
below, but the shift cannot be fully explained. The 10.00 
meter run in which this occurred was measured sequentially 
between the 5.34 and 8.35 meter runs which did not show a 
Similar phase shift. All three runs were conducted in a 
two hour period; this tends to discount the possibility of 
equipment malfunction. This suggests a phase shifting 
departing from the theoretical increasing with depth, but 
more experiments need to be conducted before any definite 


conclusions can be made. 
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4. Phase Angle Error 

The rails on which the instrument carriage was 
mounted are inclined at an angle of 5 degrees from the 
vertical. This inclination caused the current meter 
transducer to be displaced horizontally from a line 
vertical to the Baylor wave staff at the depths of measure- 
ment. The magnitude of this displacement was 0.467, 0.732, 
and 1.068 meters respectively at the measured depths of 
5.34, 8.35, and 10.00 meters. The displacements resulted 
in a phase error due to the time lag between sensing of 
the waves by the current meter and the wave staff. 

The maximum percentage error was computed by 


employing the first order expressions for n and the w- 


component 
Nn = a sin(kx-ot) = a cos [ 90° - (kx-ot) ] (6.3) 
w = W cos(kx-ot) = W cos [180° - (kx-ot)] (6.4) 


where W is the amplitude of the vertical velocity. The 


bracketed terms in each expression are the phase angles, 


90° -— (kx-ot) (6.5) 


m 
It 


and 


Teo — (knoll. (6.6) 


ew 


Using the wave staff as a reference, the x term in En is set 
equal to zero, so that 
e = 90° -ot (ce) 
n 
and the phase difference Ae is 
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Ac = St Ey Ae 90 kx (6.8) 


where x is the horizontal distance between the wave staff 
pmo ene Current meter transducer. If x 1S equal to zero, 
the theoretical phase angle of 90° is obtained. 


The percentage error is 


Percent Error =, (38) (6.9) 
The percent error of the maximum computed phase 
egectra fOr each depth has been plotted in Figs. (16), (17), 
and (18). The amplitudes of the actual phaSe spectra are 
smaller than those of the computed phasSe spectra by the 
indicated percentage at each frequency. The error is small 
at low frequencies and increases at the higher frequencies 
where the ratio of the horizontal displacement of the cur- 


rent meter to the length of the waves is high. 


5. Percent Error of Predicted and MeaSured Energy-Density 
spectra 


The percentage error of the energy-density spectra 
peter eden depth are shown in Figs. (19), (20), and (21). 
The error rapidly decreases to low values (25 to 50 percent) 
at low frequencies and remains uniform across the range in 
which the coherence is high. The average error over the 
band of significant energy-density was highest (45 percent) 
for the meaSurement at 5.34 meters. The average error was 
approximately the same (30 percent), over the band of signif- 
icant energy-density for the meaSurements at 8.35 and 10.00 


meters. The actual error between the predicted and measured 
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Figure 16. Phase Angle Error Between Wave Height and 
Vertical Velocity. Depth 5.34 Meters, 
AieOcrooer 19/1. 
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Figure 17. Phase Angle Error Between Wave Height and 
Vertical Velocity. Depth 8.35 Meters, 
Aime@Oeceooer yL9 7. 
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Figure 18. Phase Angle Error Between Wave Height and 
Voeele tee vetocrty. Depth 10.00 Meters, 
wimeOctober 19/1. 
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Figure 19. Percent Error of Measured and Theoretical 
Vertical Velocity Spectra and Coherence 
(dashed line) of Wave Height and Measured 
Vertical Velocity. Depth 5.34 Meters, 
My October 1971. 
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Figure 20. Percentage Error of Measured and Theoretical 
Vertical Velocity Spectra and Coherence 
(dashed line) of Wave Height and Measured 
Vertical Velocity. Depth 8.35 Meters, 
21 October 1971. 
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Figure 21. Percentage Error of Measured and Theoretical 
Vertical Velocity Spectra and Coherence 
(dashed line) of Wave Height and Measured 
Vetemeame Velocity. Depth 10.00 Meters, 
Di Oeceower. 1971. 
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velocity amplitudes is the square root of these values 


mage amounts to approximately 5 to 7/7 percent. 


6. Current Meter Calibration 
The current meter was calibrated under steady flow 

conditions in a circular tow tank. The boundary layer under 
Steady flow on the face of the transducer is greater than 
that for unsteady flow. The instrument essentially inte- 
grates the intensity of the potential which decreases in 
intensity as the reciprocal of the square of the distance 
from the transducer. The steady flow calibration will 
indicate a faster flow than for unsteady flow. This indi- 
cates that the measured flow will be over-predicted. The 
orbital velocities measured in this investigation were of 
an unsteady turbulent nature indicating that a calibration 
error exists. The magnitude of this error is presently 
unknown. A method of calibrating the current meter under 
turbulent conditions 1S currently being developed at the 
Naval Postgraduate School. Re-calibration under dynamic 
conditions is expected to reduce the errors computed in 
this investigation. 
Ge eoNALYSIS OF HORIZONTAL VELOCITY COMPONENT AND VERTICAL 

VELOCITY 

The coherence and phase angle of the u-component of 
horizontal velocity and the vertical velocity were computed 
fOr measurements at depths of 5.34, 8.35, and 10.00 meters 


anclvatermshowm im Pigs. (22, (23), and (24). 
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According to first order wave theory, the horizontal 
and vertical orbital velocities have a phase angle dif- 
ference of 90 degrees with the w-component leading the 
u-component. The theoretical coherence is equal to unity. 
The computed values for the measurements at 5.34 and 8.35 
meters agree quite well with theory. The coherence is 0.9 
through the region of significant energy-density. The 
coherence of the velocities at 10.00 meters is also 0.9 
but the phase angle again exhibits peculiar behavior as 
it did between the wave height and vertical velocity 
discussed above. More data are required to explain this 


phenomenon. 
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Coherence of Vertical and Horizontal Velocity 
Component. Depth 8.35 Meters, 21 October 1971. 


Figure 23. Phase Angle and Coherence 8.35 Meters 


Zi Oectoner 1971. 


43 





wie 





J vas do2 a2 as 
hz 


Phase Angle (degrees) 
[G02 


Phase Angle Between Vertical and Horizontal 
Velocity Component. Depth 10.00 Meters, 
MlmOGEOoer: 1971. = 


1.0 





Coherence 


an oO 
ify Te 099 eo ine 
hz 


Coherence of Vertical and Horizontal Velocity 
SConvonenzaeDepth, 10.00 Meters, 21 October 1971. 


Figure 24. Phase Angle and Coherence 10.00 Meters 
PO cCteG Deum. 97 Is 


44 


_ 





vie CONCLUSIONS 


The measurements were made under near ideal conditions 
of moderate waves of low steepness and light wind conditions. 
A bi-modal swell was present during experiments with little 
locally generated wind waves. An electromagnetic flow meter 
having a response time corresponding to 2 Hz was used to 


measure water particle motion. 


pee COHERENCE 

Coherence of the wave height and orbital velocities 
was computed to be greater than 0.90 through the range of 
Significant energy-density between 0.05 and 0.22 Hertz. 
Mmroewrsange contained greater than 90 percent of the total 
Spectral energy-density whicn indicated that the water 
particle velocities were almost totally wave-induced. The 
high values of coherence obtained in all runs over the 
band of significant energy-density imply a near linear 
process between the wave height and induced orbital veloc- 
ities. Under the moderate conditions encountered, non- 
linearities were small. Turbulent energy contribution to 
the Siem acs. ty spectra from both the sea surface and 


bottom boundary layer effects were quite small. 


Bees NiGnhGoreDRNGLTY SPECTRA 
The energy-density spectra for the measured velocity 
at the four depths had approximately the same frequency 


bandwidth of significant energy-density. The shapes of 
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the measured and predicted energy-density spectra were 
approximately the same at each depth. The magnitude of 
the energy-density spectra decreased with depth according 


to theory. 


C. PHASE ANGLE 

The computed phase spectra of the wave height and wave- 
induced orbital velocities were consistent with theory in 
all cases except in the deepest run at 10.00 meters. The 
phase shift encountered in that instance was unaccounted 


for in the phase angle error analysis. 
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